A model to explain the effect of soft lens design specifications on movement.
A model is presented which explains the movement of a contact lens in terms of its primary design specifications. The model is supported by clinical evidence. The interrelation between lens thickness, sagittal depth, and diameter is explained. The model explains why fewer base curves are needed as lens thickness is reduced.